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Pneumonia is amajor cause ofmorbidity andmortalityworldwide. Early diagnosis of the etiologic agent is impor-
tant in order to choose the correct antibiotic treatment. In this studywe evaluated thefirst commercial combined
test for the agents of pneumococcal pneumonia and Legionnaires' disease based on urinary antigen detection, the
ImmuView® Streptococcus pneumoniae and Legionella pneumophila Urinary Antigen Test.
In this evaluation, the new test had a significantly higher sensitivity than the BinaxNOW® lateral flow tests and
the Binax® EIA test. This identifies the ImmuView® S. pneumoniae and L. pneumophila Urinary Antigen Test as a
fast and sensitive point of care test for identification of the infectious agent in a major group of patients with
pneumonia.

© 2015 Elsevier B.V. All rights reserved.
1. Introduction

The most common cause of community-acquired pneumonia is
Streptococcus (S.) pneumoniae, but also Legionella (L.) pneumophila
plays a major role (O'Brien et al., 2009; Mongardon et al., 2012; von
Baum et al., 2008) especially among hospitalised cases.

The clinical symptoms of severe pneumococcal pneumonia and
Legionnaires' disease (pneumonia caused by Legionella) are similar,
and it is not possible clinically to distinguish between the two diseases.
However, in Denmark the treatment of the two infections is different;
S. pneumoniae is usually treated with penicillin, whereas Legionella
requires macrolides or quinolones. A fast and correct treatment of the
patients correlates with a successful outcome.

Laboratory diagnosis can be performed by culture, PCR, antibody
tests on blood, or urine antigen tests for both agents. Urinary antigen
tests are especially widely used for Legionnaires' disease and accounts
for more than 80% of the diagnosis in Europe (Beauté et al., 2013;
Ginevra et al., 2005). Some countries have introduced national guide-
lines or recommendations regarding diagnosis and treatment of
community-acquired pneumonia (Mandell et al., 2007; Woodhead
et al., 2011, and guidelines for UK: http://www.nice.org.uk/guidance/
cg191). These guidelines recommend urinary antigen testing for both
pneumococcus and Legionella besides X-ray and culture. Since culture
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is quite time consuming and especially for Legionella is slow and has a
relatively low sensitivity, the urinary antigen tests, which are fast and
easy to perform, are often the preferred choice.

In this study, we evaluated the first commercially available com-
bined test for pneumococcus and Legionella urinary antigen, the
ImmuView® S. pneumoniae and L. pneumophila Urinary Antigen Test.
According to the kit insert, the test detects L. pneumophila serogroup 1
and all 92 S. pneumoniae types.

2. Materials & methods

2.1. Urine samples for Legionella urinary antigen tests (sensitivity)

Urine samples from 55 culture confirmed L. pneumophila serogroup
1 cases (36 males, 19 females, median age 63 year [range: 41–82])
and 44 probable serogroup 1 cases (diagnosed by Binax® EIA, which
preferentially detects serogroup 1 (Alere, Scarborough, Marine, USA);
29males, 15 females, median age 64 year [range: 28–92])were selected
from the routine laboratory at Statens Serum Institut (SSI). All cases
were laboratory confirmed according to the ECDC case definition
(http://www.ecdc.europa.eu/en/publications/publications/1202-ted-
eldsnet-operating-procedures.pdf and http://www.ecdc.europa.eu/en/
activities/surveillance/eldsnet/pages/eu%20case%20definition.aspx).
Culture was performed on lower respiratory tract specimens by stan-
dard methods. The samples were cultured undiluted and diluted 1:10
on MWY-O and BCYE agar plates (both from SSI Diagnostica, Statens
Serum Institut, Denmark). Colonies identified as L. pneumophila were
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investigated by the Dresden panel + MAb 3 of the international panel
of monoclonal antibodies to determine the serogroup and subgroup
(if applicable) of the isolates (Helbig et al., 2002). Among the 55 culture
positive serogroup 1 cases 13 were MAb 3/1 positive (Pontiac group)
and 42 were MAb 3/1 negative (non-Pontiac group).

In addition to the L. pneumophila serogroup 1 cases, we investigated
50 samples from culture confirmed patients, who had infections caused
by other L. pneumophila serogroups than serogroup 1; twenty-eight
samples from patients with L. pneumophila serogroup 3 infection, two
from serogroup 4, five from serogroup 5, 14 from serogroup 6, and
one from a patient with serogroup 15 infection.

The urines were tested without heat treatment. All urines were
stored in the freezer at−20 °C until investigated.

2.2. Urine samples for pneumococcus urinary antigen tests (sensitivity)

Ninety-nine urine samples (58 males, 38 females, median age
65 year [range: 6–93]; 3 samples were from anonymous patients)
were selected among positive S. pneumoniae samples stored at SSI
(previously boiled for 10 min, analysed and found positive in the in-
house latex agglutination test described below, and stored in the freezer
at−20 °C). Since boiling is a part of the validated procedure, all positive
samples have been boiled before analysis. Both lateral tests are intended
for investigation of un-boiled samples, so these samples were tested
with this deviation from the instruction of the manufacturers.

Moreover, 71 urine samples frompatients (anonymous adults above
18 years of age) with positive blood cultures for S. pneumoniaewere se-
lected for investigation (stored,without boiling, in the freezer at−20 °C
until investigated).

For the samples from the routine laboratory at SSI, exemption for re-
view by the ethical committee system and for obtaining informed con-
sent was obtained from the Committee on Biomedical Research Ethics
for the Capital Region (protocol number 2001-54-0200) in accordance
with Danish law on quality development projects. Culture positive
S. pneumoniae urines were covered by the ethical committee protocol
number H-3-2013-027.

2.3. Binax® Legionella urinary antigen EIA

The enzyme immunoassay from Alere (Scarborough, Marine, USA),
which qualitatively detects the presence of L. pneumophila serogroup 1
antigen in urine, was performed according to the instruction of the
manufacturer. Briefly, urine samples were added together with anti-
LegionellaHRP conjugate to themicrotitre wells, coated with polyclonal
antibodies raised against L. pneumophila serogroup 1 antigen. After 2 h
incubation, the plate was decanted and washed. A colour developer
was added. Following another incubation of 15 min the reaction was
stopped and the resultant absorbance read on a microplate reader at
450 nm.

2.4. ImmuView® S. pneumoniae and L. pneumophila Urinary Antigen Test

The lateral flow assay for the qualitative detection of S. pneumoniae
and Legionella pneumophila serogroup 1 antigen in urine from SSI
Diagnostica (Hillerød, Denmark) was performed according to the in-
struction of the manufacturer. Briefly, three drops of patient urine and
two drops of running buffer were gently mixed in a test tube. The test
strip was inserted. Test results were read after 15 min incubation,
interpreted by the presence or absence of visually detectable pink
(S. pneumoniae) or blue (L. pneumophila) coloured lines.

2.5. BinaxNOW® Legionella urinary antigen card and BinaxNOW®
S. pneumoniae antigen card

The lateral flow assays from Alere (Scarborough, Marine, USA) for
the qualitative detection of L. pneumophila serogroup 1 antigen or for
detection of S. pneumoniae antigen in urine was performed according
to the instruction of the manufacturer. Briefly, a swab was dipped into
the urine and then inserted into the test card/strip. Reagent buffer was
added. Test results were read after 15 min incubation, interpreted by
the presence or absence of a visually detectable pink-to-purple coloured
line.

2.6. In-house serotype-specific latex agglutination test S. pneumoniae

The latex agglutination test was performed as described in Strålin
et al., 2004. Briefly, urine was boiled for 10 min followed by mixture
with the latex-suspension coated with type-specific pneumococcal
antisera for identification of the 23-valent pneumococcal vaccine sero-
types on a slide. If positive, aggregates occur within approximately 8 s.

2.7. Statistics

Statistical analysis was performed using GraphPad Prism 6. An
unpaired Student's t-test was used for comparison of sensitivity perfor-
mance for the selected urinary antigen assays. Comparisons were
considered significantly different for p b 0.05.

3. Results

Urine samples from 99 L. pneumophila serogroup 1 cases (55
confirmed by culture and serotyping and 44 probable serogroup 1
cases identified by Binax® Legionella Urinary Antigen EIA), were
investigated using the two different lateral flow tests, ImmuView®
S. pneumoniae and L. pneumophila Urinary Antigen Test and the
BinaxNOW® Legionella Urinary Antigen Card. All together 74 samples
were positive in the Binax® EIA assay. A total of 88 of the samples
were positive in the ImmuView® assay, and 71 samples were positive
in the BinaxNOW® kit, giving rise to the following sensitivities: the
ImmuView® 88.9%, the Binax® EIA 74.7%, and the BinaxNOW® 71.7%.
It should be mentioned that out of the 71 positive samples in the
BinaxNOW® assay, 18 samples showed a very faint “band”, which
might easily be overlooked (if these were scored negative the sensitiv-
ity would decrease to 53.5%).

For the 55 culture confirmed cases, the following sensitivities were
observed: the ImmuView® 87.3% (100% for the Pontiac group, 83.3%
for the non-Pontiac), the BinaxNOW® 78.2%, (92.3% for the Pontiac
group, 73.8% for the non-Pontiac), and the Binax® EIA 54.5% (100% for
the Pontiac group, 42.9% for the non-Pontiac). Surprisingly the Binax®
EIA showed a very low sensitivity for the non-Pontiac cases compared
to the ImmuView® and the BinaxNOW® kits.

Ninety-nine urine samples (boiled) selected from positive
S. pneumoniae samples in the routine laboratory at SSI, and 71 urine
samples (un-boiled) from patients with a positive blood culture for
S. pneumoniae were tested in the ImmuView® S. pneumoniae and
L. pneumophila Urinary Antigen Test and the BinaxNOW® S. pneumoniae
Antigen Card lateral flow test. For both of the lateral flow tests, the
urine samples should be un-boiled, but since we routinely boil the urine
samples for our in-house pneumococcus urine antigen test, we did not
have antigen-positive un-boiled urine samples available. The 71 urine
samples from patients with a positive blood culture had an unknown
antigen status before this investigation.

Of the 99 boiled samples, 82were positive in the ImmuView® assay,
and 61 were positive in the BinaxNOW® assay, giving sensitivities of
82.8% and 61.6% respectively. Of the 71 samples tested directly, 60
were positive in the ImmuView® test, and 55 were positive in the
BinaxNOW® assay, giving sensitivities of 84.5% and 77.5% respectively.
The difference in sensitivity observed for the two different kits used
for the boiled samples was statistically significantly different, with the
ImmuView® kit showing the best sensitivity. For the un-boiled samples
the observed differencewas not significant. The difference in sensitivity
between the two kits in the two groups might indicate that boiling
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decreases the sensitivity of the BinaxNOW® assay but not of the
ImmuView® assay, since BinaxNOW® performs relatively worse on
the boiled samples compared to the ImmuView® assay. Another expla-
nation can be that the 71 culture positive patients might have a higher
overall antigen level, thus the lower sensitivity observed for the boiled
samples is solely a consequence of lower sensitivity of the BinaxNOW®
assay. Ten of the positive L. pneumophila samples were tested in the
ImmuView® assay both before and after boiling with similar results in
each case, indicating that boiling did not interferewith the Legionella re-
sults of the ImmuView® assay. Unfortunately, no material was left for
the same investigation of the S. pneumoniae samples.

If the results for the specific types of S. pneumoniae identified in the
in-house latex agglutination assay are compared with the results
obtained using the ImmuView® and the BinaxNOW® assays, the two
lateral flow tests had a decreased sensitivity for type 1 (especially
the BinaxNOW® which only identified 6 out of 15 samples, while
ImmuView® identified 14 out of 15), type 8 (BinaxNOW® identified 4
and ImmuView® identified 6 out of 15 samples), and type 33
(BinaxNOW® identified 1 and ImmuView® identified 2 out of 5 sam-
ples) (results not shown).

A comparison of the ImmuView® S. pneumoniae and L. pneumophila
Urinary Antigen Test results with the combined results of the two
BinaxNOW® kits using the 99 L. pneumophila cases and the 71 culture
confirmed S. pneumonia cases results in an overall sensitivity of 87.1%
for the ImmuView® and 74.1% for the combined BinaxNOW® kits.
Results are shown in Fig. 1.

The specificity of the ImmuView® S. pneumoniae and L. pneumophila
Urinary Antigen Testwas investigated by testing 76urines frompatients
with culture confirmed urinary tract infections. These samples were
all negative for L. pneumophila, but one sample was positive for
S. pneumoniae. This gave a 100% specificity for L. pneumophila, and 99%
specificity for S. pneumoniae. All 76 samples were negative using the
two BinaxNOW® kits. The positive sample was from a patient with
urinary tract infection caused by Klebsiella pneumoniae. All together,
three K. pneumoniae positive patients were tested, of which only one
sample was positive. A co-infection with both K. pneumoniae and
S. pneumoniae cannot be ruled out.
Fig. 1. Overall sensitivity of ImmuView® and the two BinaxNOW® kits (combining the
results for both the S. pneumoniae and L. pneumophila cases) (n = 170).
Urines from two of the culture-positive L. pneumophila serogroup 1
Oxford/OLDA patients were negative for L. pneumophila in both the
BinaxNOW® and the ImmuView® kits, but positive in the ImmuView®
test for S. pneumoniae. Moreover, four of the urine samples from blood
culture S. pneumoniae positive patients were found positive for both
S. pneumoniae and L. pneumophila in the ImmuView® test. Unfortunately,
no more sample material was left, so further analysis was not possible.
We cannot exclude a possible double infection with both bacteria,
which has been observed earlier (Dickgieβer et al., 1985; Tan et al.,
2002). However, it might also be a false positive reaction in the
ImmuView® test.

In addition to the L. pneumophila serogroup 1 cases (confirmed and
probable serogroup 1), we investigated 50 urine samples from culture
confirmed cases of L. pneumophila non-serogroup 1. Of these, the
ImmuView® kit was able to detect 10 out of 28 of the serogroup 3
cases, of which six were found positive by the Binax® EIA kit, and one
was found positive by both the BinaxNOW®.

ImmuView® was also able to detect two out of the 14 serogroup 6
cases and one serogroup 15, which was not found by the BinaxNOW®
or the Binax® EIA kit. All other non-serogroup 1 samples were negative
in both the ImmuView® and the two Binax® kits.

4. Discussion

Three different lateral flow tests for the diagnosis of L. pneumophila
and S. pneumoniae were compared: the ImmuView® S. pneumoniae
and L. pneumophila Urinary Antigen Test which detects both agents at
one time, the BinaxNOW® Legionella kit and the BinaxNOW®
S. pneumoniae kit. All three tests are fastmethods for point-of-care diag-
nosis of the infectious agent in patients presenting with certain types of
bacterial pneumonia.

Comparing the ImmuView® with the BinaxNOW® lateral flow test
or the Binax® EIA showed that the sensitivity for detection of
L. pneumophila serogroup 1 of the ImmuView® was significantly better
than the other tests (88.9% compared to 71.7% and 74.7% respectively).
Also for other serogroups than serogroup 1, the ImmuView®performed
better— even though it only detected a small number of these patients.
Both the ImmuView® and the Binax® EIA and BinaxNOW® assays
are developed for detection of serogroup 1 antigen. But also other
serogroups are involved in human infections. The clinical manifesta-
tions and the treatment of these infections are similar for all serogroups,
so it is an advantage if the assays identify at least a proportion of these
non-serogroup 1 infections.

For unknown reasons, we observed a low sensitivity (42.9%) of the
Binax® EIA for cases with MAb 3/1 negative strains, the same strains
that reacted very faintly in the BinaxNOW® lateral flow test. This is
not in accordance with previous observations (Svarrer et al., 2012).

Comparing the ImmuView® assay with the BinaxNOW® for the
detection of S. pneumoniae, showed that the ImmuView® had a sig-
nificantly higher sensitivity when using boiled samples than the
BinaxNOW® (82.8% compared to 61.6%), whereas the difference for
the un-boiled samples was not significant (84.5% compared to 77.5%).
Whether this is due to decreased sensitivity for boiled samples, or an
overall lower sensitivity of the BinaxNOW® assay is not known, but
this needs further investigation before a conclusion can be made. Both
the ImmuView® and the BinaxNOW® assay is validated for un-boiled
urine, but itmay still be of interest how the tests performon boiled sam-
ples, which may often be the case for studies on historical samples.
Moreover, it cannot be ruled out that rare non-specific reaction can be
minimised by boiling the samples (Birtles et al., 1990).

The investigation of 76 urines from patients with culture confirmed
urinary tract infections indicates a high specificity of the lateral flow
tests. The ImmuView® assay had 100% specificity for L. pneumophila
and 99% for S. pneumoniae, which is slightly less than the BinaxNOW®
kits which showed 100% specificity for both bacteria. This difference is
not statistically significant. The result indicates that non-specific
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binding is not an issue, even on un-boiled samples, but further investi-
gation is needed.

The main method for the diagnosis of Legionnaires' disease in
Europe is urinary antigen tests (Joseph et al., 2010). Thismay contribute
to an underestimation of the actual number of cases, since the urinary
antigen tests primarily identify serogroup 1 cases. In Denmark, only
approximately 60% of the culture-confirmed cases are caused by
serogroup 1 infection, and more than 20% are due to serogroup 3,
followed by few cases of other serogroups (Kjelsø and Uldum, 2014).
We tested 50 samples from caseswith other serogroups than serogroup
1, but were only able to identify 13 of them using the ImmuView® kit,
and just one using the BinaxNOW® and 6 using the Binax® EIA kit.
Even though the ImmuView® assay did find a few of these samples
and performed better than the BinaxNOW® and Binax® EIA, this
emphasizes the importance of using other methods than the urinary
antigen tests, leaving PCR combined with culture as the gold standard
in order to be able to identify cases caused by other serogroups.

We are aware that the panel of Legionnaires' disease cases does not
reflect what is seen in a normal diagnostic setting, since the proportion
ofMAb 3/1negative cases are vastly overrepresented even for Denmark.
The low sensitivity for Binax EIA for this group is unexpected and prob-
ably not a general problem, but this must be investigated further.

5. Conclusion

This investigation identified the ImmuView® S. pneumoniae and
L. pneumophila Urinary Antigen Test as the most sensitive point-of-
care test for patients presenting with pneumonia. Moreover, the
ImmuView® also has the benefit of providing both results in one
assay,making it easier to perform and cheaper to identify the correct in-
fectious agent. This combined testing also fits verywell with the nation-
al recommendation in different countries for simultaneous testing for
these two agents.

Conflict of interest

We wish to draw the attention of the Editor to the following facts
which may be considered as potential conflicts of interest. Jesper F.
Sørensen, Ian C. Skovsted, Sanne Otte, and Pernille L. Elverdal are
employed in the manufacturing company of the ImmuView test. But
all analysis has been performed in the Department of Microbiological
Diagnostics & Virology, Statens Serum Institut, without any involve-
ment from Statens Serum Institut Diagnostica. There has been no finan-
cial support for this work that could have influenced its outcome.

Acknowledgements

Thanks to Helle Brander Eriksen (MD, Ph.D. Hvidovre hospital) and
Maria Schei Haugan (MD, Hvidovre hospital) for helping with the
collection of clinical urines from patients with a positive pneumococcus
blood culture. Thanks to Marian Jørgensen for proofreading.

References

Beauté, J., Zucs, P., de Jong, B., on behalf of the European Legionnaires' Disease Surveil-
lance Network, 2013. Legionnaires' disease in Europe, 2009–2010. Euro Surveill. 18
(10), 20417 (Available online: http://www.eurosurveillance.org/ViewArticle.aspx?
ArticleId=20417).

Birtles, R., Harrison, T.G., Samuel, D., Taylor, A.G., 1990. Evaluation of urinary antigen
ELISA for diagnosing Legionella pneumophila serogroup 1 infection. J. Clin. Pathol.
43, 685–690.

Dickgieβer, U., Müller, H.E., Böhm, G., Fritsche, D., 1985. Pneumonie durch Legionella
pneumophila, maskiert durch den simultan-nachweis weiterer, unspezifischer
pneumonieerreger. Infection 13, 231–234.

Ginevra, C., Barranger, C., Ros, A., Mory, O., Stephan, J.-L., Freymuth, F., Joannès, M.,
Pozzetto, B., Grattard, F., 2005. Development and evaluation of Chlamylege, a new
commercial test allowing simultaneous detection and identification of Legionella,
Chlamydophila pneumoniae, and Mycoplasma pneumoniae in clinical respiratory spec-
imens by Multiplex PCR. J. Clin. Microbiol. 43, 3247–3254.

Helbig, J.H., Bernander, S., Castellani, P.M., Etienne, J., Gaia, V., Lauwers, S., Lindsay, D.,
Lück, P.C., Marques, T., Mentula, S., Peeters, M.F., Pelaz, C., Struelens, M., Uldum,
S.A., Wewalka, G., Harrison, T.G., 2002. Pan-European study on culture-proven
Legionnaires' disease: distribution of Legionella pneumophila serogroups and mono-
clonal subgroups. Eur. J. Clin. Microbiol. Infect. Dis. 21, 710–716.

Joseph, C.A., Ricketts, K.D., on behalf of the European Working Group for Legionella
Infections, 2010. Legionnaires' disease in Europe 2007–2008. Euro Surveill. 15 (8)
(pii = 19493. Available online: http://www.eurosurveillance.org/ViewArticle.aspx?
ArticleId=19493).

Kjelsø, C., Uldum, S.A., 2014. EPI-NEWS 44 Available online:. http://www.ssi.dk/English/
News/EPI-NEWS/2014/No%2044%20-%202014.aspx.

Mandell, L.A., Wunderink, R.G., Anzueto, A., Bartlett, J.G., Campbell, G.D., Dean, N.C.,
Dowell, S.F., File Jr., T.M., Musher, D.M., Niederman, M.S., Torres, A., Whitney, C.G.,
2007. Infectious Diseases Society of America/American Thoracic Society consensus
guidelines on the management of community-acquired pneumonia in adults. Clin.
Infect. Dis. 44 (Suppl. 2), S27–S72.

Mongardon, N., Max, A., Bouglé, A., et al., 2012. Epidemiology and outcome of severe
pneumococcal pneumonia admitted to intensive care unit: a multicenter study.
Crit. Care 16 (4), R155.

O'Brien, K.L., Wolfson, L.J., Watt, J.P., et al., 2009. Burden of disease caused by Streptococcus
pneumoniae in children younger than 5 years: global estimates. Lancet 374 (9693),
893–902.

Strålin, K., Kaltoft, M.S., Konradsen, H.B., Olcén, P., Holmberg, H., 2004. Comparison of two
urinary antigen tests for establishment of pneumococcal etiology of adult
community-acquired pneumoniae. J. Clin. Microbiol. 42, 3620–3625.

Svarrer, C.W., Lück, C., Elverdal, P.L., Uldum, S.A., 2012. Immunochromatic kits Xpect
Legionella and BinaxNOW Legionella for detection of Legionella pneumophila urinary
antigen have low sensitivities for the diagnosis of Legionnaires' disease. J. Med.
Microbiol. 61, 213–217.

Tan, M.J., Tan, J.S., File Jr., T.M., 2002. Legionnaires disease with bacteremic coinfection.
Clin. Infect. Dis. 35 (5), 533–539.

von Baum, H., Ewig, S., Marre, R., Suttorp, N., Gonschior, S., Welte, T., Lück, C., for the
Competence Network for Community Acquired Pneumonia Study Group, 2008.
Community-acquired Legionella pneumonia: new insights from the German compe-
tence network for community acquired pneumonia. CID 46, 1356–1364.

Woodhead, M., Blasi, F., Ewig, S., Garau, J., Huchon, G., Ieven, M., Ortqvist, A., Schaberg, T.,
Torres, A., van der Heijden, G., Read, R., Verheij, T.J., Joint Taskforce of the European
Respiratory Society and European Society for Clinical Microbiology and Infectious
Diseases, 2011. Guidelines for the management of adult lower respiratory tract infec-
tions. Clin. Microbiol. Infect. 17 (Suppl. 6), E1–E59.

http://www.eurosurveillance.org/ViewArticle.aspx?ArticleId=20417
http://www.eurosurveillance.org/ViewArticle.aspx?ArticleId=20417
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0005
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0005
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0005
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0010
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0010
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0010
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0015
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0015
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0015
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0015
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0020
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0020
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0020
http://www.eurosurveillance.org/ViewArticle.aspx?ArticleId=19493
http://www.eurosurveillance.org/ViewArticle.aspx?ArticleId=19493
http://www.ssi.dk/English/News/EPI-NEWS/2014/No%2044%20-%202014.aspx
http://www.ssi.dk/English/News/EPI-NEWS/2014/No%2044%20-%202014.aspx
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0025
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0025
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0025
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0030
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0030
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0030
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0035
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0035
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0035
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0040
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0040
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0040
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0045
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0045
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0045
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0045
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0050
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0050
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0055
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0055
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0060
http://refhub.elsevier.com/S0167-7012(15)30005-1/rf0060

	Evaluation of a new lateral flow test for detection of Streptococcus pneumoniae and Legionella pneumophila urinary antigen
	1. Introduction
	2. Materials & methods
	2.1. Urine samples for Legionella urinary antigen tests (sensitivity)
	2.2. Urine samples for pneumococcus urinary antigen tests (sensitivity)
	2.3. Binax® Legionella urinary antigen EIA
	2.4. ImmuView® S. pneumoniae and L. pneumophila Urinary Antigen Test
	2.5. BinaxNOW® Legionella urinary antigen card and BinaxNOW® S. pneumoniae antigen card
	2.6. In-house serotype-specific latex agglutination test S. pneumoniae
	2.7. Statistics

	3. Results
	4. Discussion
	5. Conclusion
	Conflict of interest
	Acknowledgements
	References


